[Reducing the serum volume for forensic blood alcohol determination].
It is possible to reduce the necessary volumes of samples for the determination of blood alcohol to a high degree. The available analysing and filling instruments allow this in enzymatic and gaschromatographic methods without a loss of precision. The instructions of the German federal health employment for blood alcohol determinations for forensic purposes are observed.